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Device LVDT LVDT Sensitivity LVDT LVDT full scale Amp gain setting
Slot Name Part Number (mV/V/0.001") Excitation V Displacement (Sens X Excit X Displ) S1A S1B S1C S1D S2A S2B S2C S2D

1 D:LNX GCA-121-250 1.60 3 250 1.20 OFF OFF OFF OFF OFF OFF OFF OFF
2 D:LNY1 GCA-121-1000 0.84 3 1000 2.52 OFF OFF OFF OFF OFF OFF OFF OFF
3 D:LNZ GCA-121-250 1.60 3 250 1.20 OFF OFF OFF OFF OFF OFF OFF OFF
4 D:LNRT GCA-121-250 1.60 3 250 1.20 OFF OFF OFF OFF OFF OFF OFF OFF
5 D:TGTX GCA-121-500 1.10 3 500 1.65 OFF OFF OFF OFF OFF OFF OFF OFF
6 D:TGTY HCA 3000 0.20 3 3000 1.80 OFF OFF OFF OFF OFF OFF OFF OFF
7 D:TGTZ GCA-121-1000 0.84 3 1000 2.52 OFF OFF OFF OFF OFF OFF OFF OFF
8 D:TRSMX GCA-121-500 1.10 3 500 1.65 OFF OFF OFF OFF OFF OFF OFF OFF
9 D:TRSMY GCA-121-1000 0.84 3 1000 2.52 OFF OFF OFF OFF OFF OFF OFF OFF

10 South Test 
Stand X Pos 3 OFF OFF OFF OFF OFF OFF OFF OFF

11 South Test 
Stand Y Pos 3 OFF OFF OFF OFF OFF OFF OFF OFF

12 South Test 
Stand Z Pos 3 OFF OFF OFF OFF OFF OFF OFF OFF

13 South Test 
Stand Yaw Pos 3 OFF ON OFF OFF OFF OFF OFF OFF

14 Local Test & 
Align LVDT 3 OFF OFF OFF OFF OFF OFF OFF OFF
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